Easy Weighing Access

Press and hold

• Switch off

Unit 2

ON

Status Icons

6

4

9

7

• Zero/Tare

Recall

Unit Field

Quick Application Access

Press and hold

Execute the assigned
Application Settings

Application "Check weighing"

F

Application "Percent weighing"

F

Application "Totaling"

F

Application "Multiplication factor"

F

Application "Division factor"

F

Application "Statistics"

Application "Check weighing"

Application "Piece counting"

Application "Density"

Application "Division factor"

Application "Multiplication factor"

Application "Totaling"

Application "Statistics"

Application "Percent weighing"

Application "Density"

Application "Division factor"

Application "Multiplication factor"

Application "Check weighing"

Application "Piece counting"

Application "Weighing"

Application "Printout display value"

Application "Printout menu settings"

Application "Transmit data"

Direct Adjustment Access

Press and hold

External Adjustment Procedure

ML Models

Press and hold

Application Icons

Status Icons

Application "Percent weighing"

Application "Piece counting"

Application "Check weighing"

Application "Density"

Application "Division factor"

Application "Multiplication factor"

Application "Totaling"

Application "Statistics"

Application "Check weighing"

Application "Piece counting"

Application "Weighing"

Application "Printout display value"

Application "Printout menu settings"

Application "Transmit data"

Weight Value Field

Unit Field

Display Panel

NewClassic Balances

ML Models

Quick Guide

Easy Weighing

Operation Keys

Key Functions

No.

Function

Press briefly (less than 1.5 s)

Press and hold (longer than 1.5 s)

1

• Change display resolution (1/100th function) while application is running

• To change display resolution (1/100th function) while application is running

2

• To navigate back (scroll up) within menu topics or menu selections

• To navigate forward (scroll down) within menu topics or menu selections

3

• To navigate up (increase numerical parameters)

• To navigate down (decrease numerical parameters)

4

• Switch on

• Switch off

5

• Enter and leave menu without saving

• Enter and leave menu without saving

6

• Mark Net weight values

• Marking of tolerance limit T+

7

• With entry: scroll down

• With entries: scroll down

8

• To enter application parameter and switch to next parameter

• To store parameter

9

• Printout display value

• Printout menu settings

• Transmit data

• Printout display value

• Printout menu settings

• Transmit data

No. Function

1

• Change display resolution (1/100th function) while application is running

• To change display resolution (1/100th function) while application is running

2

• To navigate back (scroll up) within menu topics or menu selections

• To navigate forward (scroll down) within menu topics or menu selections

3

• To navigate up (increase numerical parameters)

• To navigate down (decrease numerical parameters)

4

• Switch on

• Switch off

5

• Enter and leave menu without saving

• Enter and leave menu without saving

6

• Mark Net weight values

• Marking of tolerance limit T+

7

• With entry: scroll down

• With entries: scroll down

8

• To enter application parameter and switch to next parameter

• To store parameter

9

• Printout display value

• Printout menu settings

• Transmit data

Application Icons

Status Icons

Indicates stored values (memory)

Indicates negative values

Indicates unsaved settings

Indicates tolerated values

Indicates certified digits

Indicates calculated values

Indicates uncertified digits

Indicates negative values

Indicates unsaved settings

Indicates tolerated values

Indicates certified digits

Indicates calculated values

Indicates uncertified digits

Note:

1. If timeout occurs during the setup, balance switches back to the last active application.